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NATIONAL FOREWORD 

This Indian Standard (Part 3) which is identical with iSO 6974-3 : 2000 'Natural gas — Determination 
of composition with defined uncertainty by gas chromatography — Part 3; Determination of hydrogen, 
helium, oxygen , nitrogen, carbon dioxide and hydrocarbons up to C 8 using two packed columns' issued 
by the international Organization for Standardization (ISO) was adopted by the Bureau of Indian 
Standards on the recommendation of the Natural Gas Sectional Committee and approval of the 
Petroleum, Coal and Related Products Division Council. 

The text of ISO Standard has been proposed to be approved as suitable for publication as Indian 
Standard without deviations. Certain conventions are, however, not identical to those used in Indian 
Standards, Attention is particularly drawn to the following: 

a; vvi ioi cvci uic vvviuo iiucinauutiai oianuaiu a|J|Jcai fcicinu^ iu u no oianuam, nicy 01 iuuiu 
uc icau ao uiutan oianuaiu . 

b) Comma (,) has been used as a decimal marker while in indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

in this adopted standard, reference appears to the following International Standards for which Indian 
Standards also exist. The corresponding Indian Standards, which are to be substituted in their place, 
are given below along with their degree of equivalence for the editions indicated* However, that 
International Standard cross referred in this adopted ISO Standard which has subsequently been 
revised, position in respect of latest ISO Standard has been given: 
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The Technical Committee responsible for the preparation of this standard will review the provisions of 
ISO 7504 and will decide whether they are acceptable for use in conjunction with this standard. 
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Indian Standard 

NATURAL GAS — DETERMINATION OF 

COMPOSITION WITH DEFINED UNCERTAINTY 

BY GAS CHROMATOGRAPHY 

PART 3 DETERMINATION OF HYDROGEN, HELIUM, OXYGEN, NITROGEN, CARBON 
DIOXIDE AND HYDROCARBONS UP TO C 8 USING TWO PACKED COLUMNS 



1 Scope 

This part of !SO 6974 describes a gas chromatographic method for the quantitative determination of the content of 
helium, hydrogen, oxygen, nitrogen, carbon dioxide and C^ to C 8 hydrocarbons in natural gas samples using two 
packed columns. This method is applicable to determinations made in on-line processes or in the laboratory. It is 
applicable to the analysis of gases containing constituents within the mole fraction ranges given in Table 1 and 
which do not contain any hydrocarbon condensate. These ranges do not represent the limits of detection, but the 
limits within which the stated precision of the method applies. Although one or more components in a sample may 
not be detected pre5ent, the method can still be applicable. 

This part of ISO 6974 is only applicable in conjunction with parts 1 and 2 of ISO 6974. 



Table 1 — , 


application ranges 


Component 


Moie fraction range 

% 


Helium 


0,01 to 0,5 


Hydrogen 


0,01 to 0,5 


Oxygen 


0,1 to 0,5 


Nitrogen 


0,1 to 40 


Carbon dioxide 


0,1 to 30 


Methane 


50 to 100 


Ethane 


0,1 to 15 


Propane 


0,001 to 5 


Butanes 


0,000 1 to 2 


Pentanes 


0,000 1 to 1 


Hexanes to octanes 


0,000 1 to 0,5 



2 Normative references 

The following normative documents contain provisions which, through reference in this text* constitute provisions of 
this part of ISO 6974. For dated references, subsequent amendments to, or revisions of, any of these publications 
do not apply. However, parlies to agreements based on this part of ISO 6974 are encouraged to investigate the 
possibility of applying the most recent editions of the normative documents indicated below. For undated 
references, the latest edition of the normative document referred to applies. Members of ISO and !EC maintain 
registers of currently valid International Standards, 
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ISO 6974-1:2000, Natural gas — Determination of composition with defined uncertainty by gas chromatography — 
Part 1: Guidelines for tailored analysis. 

ISO 6974-2:— - ( Natural gas — Determination of composition with defined uncertainty by gas chromatography — 
Part 2: Measuring-system characteristics and statistics for data treatment 

ISO 7504, Gas analysis — Vocabulary, 

3 Principle 

Determination of nitrogen, carbon dioxide and hydrocarbons from Ct to C$ by gas chromatography using two 
chromatographic columns. A molecular sieve 13X column coupled with a thermal conductivity detector (TCD) Is 
used for the separation and detection of hydrogen, helium, oxygen and nitrogen, and a Porapak R column coupled 
with a TCD and a flame ionization detector (FID) in series Is used for the separation and detection of nitrogen, 
carbon dioxide and hydrocarbons from Ci to Cr* The two analyses are carried out independently and the results 
are combined. 

if oxygen is seen to be present at a mole fraction greater than 0,02 % when measured using the molecular sieve 
column, then the nitrogen value shaii be taken from the moiecuiar sieve analysis, if the moie fraction of oxygen is 
less than 0,02 % and assuming that hydrogen is absent from the gas sample, the nitrogen value can be taken from 
the Porapak R analysis. 

Quantitative results are achieved by determining the response of the TCD detector with reference-gas mixtures and 

using relative response factors of the FID detector. 

The resulting composition of the natural gas is normalized to 100 %, 

4 Materials 

4,1 For the determination of helium, hydrogen, oxygen and nitrogen, (separation on molecular sieve 13X 

column) consisting of the following. 

4.1.1 Argon carrier gas, > 99,99 % pure, free from oxygen and water. 

If the purity of the gas is less than that specified, it is essential to check that the type of impurity present does not 
interfere with the analysis. Also, even if the carrier gases argon and/or helium fail within the specification, some of 
the impurities present in the gases can nevertheless interfere with the analysis. Under these circumstances, 

appropriate purification is essentia!. 

4.1.2 Working-reference gas mixtures (WRM), consisting of: 

4.1.2.1 Gas mixtures containing helium and hydrogen with nitrogen or argon as the matrix gas. 

4.1.2.2 Gas mixtures containing oxygen and nitrogen with argon as the matrix gas. 

NOTE 1 Take care to prevent explosion of gas mixtures. 

NOTE 2 In the case of analysis using only one instrument, the WRM with oxygen and nitrogen as components and argon as 
the matrix gas can be replaced by oxygen with nitrogen as matrix gas. By addition of helium to the WRM this gas could also be 

used for the daily calibration. 



1 ) To be published. 
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4.2 For the determination of nitrogen, carbon dioxide and hydrocarbons from Q% to Qg (separation on 

Porapak column), consisting of the following. 

4.2.1 Helium carrier gas f > 99,99 % pure, free from oxygen and water. 

4.2.2 Working-reference gas mixtures (WRM), consisting of mufti-component gas mixtures containing; 

nitrogen, carbon dioxide and hydrocarbons from Ci to C 3 (optional to C 4 ) 

An example of the composition of the working-reference gas mixture is given in Table 2* 

Table 2 — Example of the composition of the working-reference ga$ mixture 



Component 


Mole fraction 

% 


Nitrogen 


8 


Methane 


8Q\5 


Carbon dioxide 


9 


Ethane 


4 


Propane 


0,5 


r> Butane 


0,5 (optional) 



4,2,3 FID gases, consisting of 

a) hydrogen, > 99,99 % pure, free from corrosive gases and organic compounds; 

b) air, free from hydrocarbon impurities. 



5 Apparatus 

5.1 Laboratory gas chromatographic (GO) system, consisting of two columns, a molecular sieve 13X column 

and a Porapak column, which are contained in two column-ovens or can be placed in the same column-oven. 

The gas sample is injected on each coiumn by means of a 8-way sample valve. Signal responses of components in 

the gas sample are detected using TCD and/or FID detectors, 

NOTE The gas sample can be injected into the Porapak and molecular sieve column in series using a column isolation 

technique. 

5.1.1 For the determination of helium, hydrogen, oxygen and nitrogen, equipped with the following specific 

components and characteristics. 

5.1,1.1 Gas chromatography capable of temperature-programmed operation and equipped with a TCD and 

the following specific equipment: 

a) column oven and temperature controller, consisting of; 

— column oven, capable of maintaining the temperature of the column to within ± t 5 °C over a temperature 
range from 35 °C to 350 °C; 

NOTE 1 To obtain a temperature of 35 °C when testing at high ambient temperatures, a provision for cooling may 
be required, for example using an accessory for cooling with liquid carbon dioxide or liquid nitrogen. 

NOTE 2 Alternative procedures for analysis on the molecular sieve 13X column are given in annex A, 
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— temperature controller, consisting of a linear programmer suitable for providing a rate of temperature 

increase of 30 °C/min over the specified range. 

b) flow regulator, capable of maintaining suitable carrier-gas flow rates, 

5.1.1.2 Injection device, consisting of a by-pass-type injector (gas-sampling valve) having an injection 
capacity of 1 ml and capable of being heated to a temperature setting of 1 10 °0, 

The sample volume shall be reproducible such that successive runs agree within 1 % for each component. 

5.1.1.3 Columns, two with the same type of packing and with the same dimensions. 

The second column is normally used for drift compensation during the temperature programme. If drift is 
compensated by means of an electronic integrator, the second column is not necessary. 

Columns shall satisfy the following requirements: 

a) metal tubing, having the following characteristics: 

— nature: stainless steel, number 20 (AISi type 316), cleaned and degreased 

— length; 1 m 

— diameter: 2 mm internal diameter (Ld.) 

— form: appropriate for the chromatograph 

— radius: appropriate for the chromatograph 

NOTE If a column of 3 m is used, increase ihe column oven temperature to 40 °C {see annex A). 

b) packing, Molecular sieve 13X, particle size from 150 pm to 180 pm (80 ASTM mesh to 100 ASTM mesh); 

— method of packing: any suitable packing method providing uniform column packing; 

— conditioning: overnight at approximately 350 °C under a flow of carefully dried carrier gas. 

NOTE Some injection devices are unable to deal with temperatures above 250 °C and may cause conditioning 
problems. 

5.1.1.4 Thermal conductivity detector (TCP). 

5.1.2 For the determination of nitrogen, carbon dioxide and hydrocarbons from Ct to C 8 » equipped with 

the following specific components and characteristics. 

5,1.2.1 Gas chromatography suitable for dual-column application and equipped in series with a TCD and an 

FID. 

a) column oven and temperature controller, consisting of: 

— column oven, capable of maintaining the temperature of the column to within ± 0,5 °C over a temperature 
range from 35 °C to 230 °C. 

NOTE To obtain a temperature of 35 °C an accessory for cooling with liquid carbon dioxide or liquid nitrogen 

may be necessary. 

— temperature controller, consisting of a linear programmer suitable for providing a rate of temperature 

increase of 15 °C/min over the specified range. 
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b) flow regulator, capable of maintaining suitable carrier-gas flow rates. 

5.1.2.2 injection device, consisting of a by-pass-type injector (gas-sampling valve) having an injection 

capacity of i mi and capable of being heated to a temperature setting of 110 °u. 

5.1 .2.3 Columns, two of the same type of packing and with the same dimensions, 

The second column is normally used for drift compensation during the temperature programme, If drift is 
compensated by means of an electronic integrator, the second column is not necessary. 

a) meiai tubing, having the following characteristics: 

r^turrt* <■**-=» inl^ce- ctaa! mimKnr OA /AtCl K/rna Q 1 £\ fMnarioH sr\r{ ft tan ro a carl 

lltHUHi. OIUM II^Cvi Oll/Ul, liumwiji *_v y/nv-»i vjf|^f\> v^iw^f vivwiivu mum uwyiw«-*ww* 

— lennth: 3 m 

. .. , . ^ - . . . _ .... 

— diameter: 2 mm i.d. 

— form: appropriate for the chromatograph 
— - radius: appropriate for the chromatograph 

u; ruicsp«fv r* paumuij, jjchuuks ^s^t; hum! iju jam iu iuu fiiu \ou nonvi incou tu iuu no i ivi moon/, 

— method of nackinn; anv suitable packing method providing uniform column naoklng 

— conditioning: overnight at approximately 230 °C under a flow of carefully dried carrier gas 

5.1.2.4 Detectors, having the following characteristics: 

— for components including hydrocarbons up to C3! thermal conductivity detector (TCD) 

iui nyuiuuaiuuiia iiym V-/4 iu wg. itainc ivji u/uauuii utsiczuiui \r~iu) 

Pth^no anrl nrnnana ran ha Hotor*tAr! h\/ an P!H if tho mola fcar-tfnn 10 bee than 1 °L In aithar noea +K*a tima 

constant shall not be greater than 0,1 s. If C 2 is used as reference component, it shall be detected by an FiD= 

— the TCD and FID detectors shall be connected in series 

NOTE If the mole fraction of oxygen is less than 0,02 % ( the nitrogen value can be taken from the Porapak R analysis, 

assuming that hydrogen is not present in the gas sample. 



6.1 Gas chromatographic operating conditions 



o« i . i ror me Determination ot neiium, nyarogen, oxygen ana nitrogen 

R&\ tha nnAratinn rnnHitionc for tha nnnaratno ^ 1 1\ ac fnllrttmc 

a) Oven and column: 

— initial temperature: 35 °C for 7 min 

— temperature rate: 30 °C/min to 250 °C 
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— final temperature: maintain at 250 °C for 10 min 

NOTE Alternative procedures for anaiysis on the molecular sieve 13X column are described in annex A. Variations in the 

programming may give a better separation. 

b) Carrier gas flow rate: 10 mi/min of argon 

c) Detector: TCD 

— set according to manufacturer's instructions 

— temperature: between 140 °C and 160 °C 

— carrier gas: argon 

8,1.2 For the determination of nitrogen, carbon dioxide and hydrocarbons from Ci to C a 

6.1.2.1 GC conditions 

Set the operating conditions for the apparatus (5.1.2) as follows: 

a) Oven and column: 

— initial temperature: 35°C for 3 min 

— temperature rate: 15 °C/min to 200 °G 

— final temperature: maintain at 200 °C for 30 min 

b) Carrier gas flow rate: 35 m!/min of helium 

c) Detector: 

— set according to manufacturer's instructions 

— FID 

i) temperature: between 290 °C and 310 C 
ii) carrier gas: helium 
_ TCD 

i) temperature: between 240 °C and 260 °C 
ii) carrier gas: helium 

8.1.2.2 Column stability check 

Check the baseline stability of the column by means of blank runs. 

No individual peak shall originate from a constituent having a moie fraction exceeding 0,04 %. If larger peaks a 
seen, repeat blank runs until satisfactory. If necessary, prepare new columns, preferably from a different batch 
Porapak R. 

NOTE 1 Different batches of Porapak R often show variation in performance. For example the retention sequence 
benzene and cyclohexane may be reversed. It is therefore recommended that the retention time of benzene and cyclohexa 
be determined from time to time, and certainly after new columns have been installed. 
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NOTE 2 Baseline stability may be checked as follows: 

a) raise the oven to the final temperature to clear any accumulated contamination; 

b) coo! to the initial temperature; 

c) inject a calibration gas mixture containing a low mole fraction of butane and start the temperature programme; 

d) at the end of the calibration gas run, cool to the initial temperature. Perform a blank run by injecting carrier gas in place of a 

sample and start the temperature programme; 

e) calculate the mole fractions of the constituents of which the peaks are recognized by the integrator In the C 5 to C s region 

by comparison with butane in the calibration gas. 

6.2 Performance requirements 

6.2.1 Resolution efficiency 

6.2,1.1 Molecular sieve 13X column 

The height of the valley between the peaks above the baseline shall be no greater than 10 % of the height of the 
larger peak under the operating conditions following injection of a sample containing equivalent amounts (a moie 
fraction of about 0,4 %) of hydrogen and helium (see Table 3). If this criterion is not met, condition the packing for a 

longer period or prepare a new column. 

Assess the peak resolution in accordance with ISO 7504. 



Table 3 - 


- Required peak resolution 


Component 1 


Component 2 


Resolution 


Hydrogen 


Helium 


0,1 (at least) 



6.2.1.2 Porapak R column 

The height of the valley between the 2-methylbutane and pentane peaks above the baseline shall be no greater 
than 10% of the height of the larger peak under the operating conditions following injection of a sample, if this 
criterion is not met, condition the packing for a longer period or prepare a new column. 

6.2.2 Response 

Determine the response characteristics for each of the gases determined in accordance with ISO 6974-2 at least 

once a year. 

6.2.3 Relative response factor 

Determine the relative response factors in accordance with ISO 6974-2. 
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8,3 Determination 

6.3.1 Outline of the analysts 

The analysis is outlined as follows. 

a) Analyse the working-reference gas mixture and the sample in accordance with clause 11 of ISO 6974-1:2000. 

b) Measure the content of methane, ethane, propane, optional butane, nitrogen and carbon dioxide directly by 
means of determined response curves, 

c) Measure the content of oxygen, hydrogen and helium directly using two certified-reference gas mixtures. 

d) No groups shall be determined. 

e) No backfiush shall be performed. 

f) Use the relative response to determine the content of higher hydrocarbons, i.e. from C 3 and upwards. Use 
propane as the reference compound (optional; butane). 

Examples of typical chromatograms of this analysis are given for information in Figures A.1 and A.2 of annex A. 

6.3.2 Estimation of other components 

Estimate the fraction of other components in accordance with ISO 6974*1* 
Backflushing shall not be carried out. 

7 Expression of results 
7.1 Calculation 

7,1.1 Mole fractions 

Refer to ISO 6974-1. 

7.1 2 Correction for the presence of oxygen 

Normally, natural gas does not contain oxygen. If, however, natural gas samples are found to oontain oxygen and if 
this is due to contamination by improper sampling of the gas then the mole fraction of nitrogen and all other 

components shall be corrected according to the following procedure; 

a) the sample contains more than 0,02 % of a mole fraction of oxygen* If the mole fraction of oxygen > 0,02 %, 
correct the mole fraction of nitrogen according to the equation: 



78 
21' 



*N 2 ,c = *N 2 "~^7 X 2 (1) 



where 

x Hzc is the mole fraction, expressed as a percentage, of nitrogen after correcting the mole fraction 

for air contamination; 

x^ z is the mole fraction, expressed as a percentage, of nitrogen in the sample after normalization; 

xq 2 is the mole fraction, expressed as a percentage, of oxygen m the sample after normalization. 
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In equation (1), it is assumed that the TCD responses for N 2 and Q 2 are equal 

b) the sample contains less than 0,02 % of a mole fraction of oxygen. If the mole fraction of oxygen < 0,02 %, 
correct the mole fraction of nitrogen according to equations (1) or (2). 

1} If nitrogen analysis has been carried out on a molecular sieve 13X column, equation (1) shall be applied. 

2} If nitrogen analysis has been carried out on a Porapak R column, apply the following equation: 

100 m 

\n equation (2) it is assumed that the TCD responses for H 2 and 2 are equal. 

The mole fraction, * 7> expressed as a percentage, of component j in the sample corrected for the presence of 

oxygen is normalized to 100 % according to the equation: 



X 






x100 (3) 



x jtS is the normalized mole fraction, expressed as a percentage, of component; in the sample; 
jcJ- iS is the non-normalized mole fraction, of component j in the sample; 

n is the total number of components; 

n-2 is the total number of components except oxygen and nitrogen, determined separately on both the 
molecular sieve 13X and Porapak R column. 

7.2 Precision and accuracy 

Refer to ISO 6974-2. 

See annex B for typical precision values, 

8 Test report 

Report the results m accordance with clause 14 of ISO 8974-1:2000. 
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Annex A 

(informative) 

Singie-oven gas-chromatographic system consisting of two columns 



Both analytical columns are placed in a single column oven and provided with a linear temperature programmer 
capable of obtaining a rate of temperature increase of 30 °C/min over the specified range. 

A molecular sieve 13X column is used for the determination of helium, hydrogen, oxygen. The detection of these 
components is carried out by TCD. The gas sample is injected using a by-pass-type injector with an injection 
capacity of 1 mi. Flow regulators are used to give suitable argon gas-fiow rates. 

A Porapak R column is used for the determination of nitrogen, carbon dioxide, methane to norma! octane* The 
detection is carried out by TCD in series with an FID. The gas sample is injected using a by-pass-type injector (gas 
sampling valve) with an injection capacity of 1 ml. Flow regulators are used to give suitable helium gas flow rates. 

The configuration of such a chromatographic system is given in Table A.1. 

Table A.1 — Configuration of the chromatographic system 



Determination 


Helium, hydrogen, oxygen 


Nitrogen, carbon dioxide, 
methane to norma! octane 


Column 

Packing 
Length 

Internal diameter 
ASTM mesh size 
Meta! tubing 
Carrier gas 


Molecular sieve 13X 

3 m 

2 mm 

80 to 100 

Stainless steel 

Argon; 30 ml/min 


Porapak R 

3 m 

2 mm 

80 to 100 

Stainless steel 

Helium; 30 ml/min 


Detector 


TCD 


TCD and FID 


Injection device 

Capacity 

Valve temperature 


1 ml 
110°C 


1 mi 
110 °C 


Temperature setting 

Initial temperature 
Initial time 
Temperature rate 
Final temperature 
Final time 


40 °C 

12 min 

15°C/rnin 

200 °C 

30 min 


40 °C 

12 min 

15°C/mln 

200 °C 

30 min 
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Start 
<_ 



gHHydrpgen 0,86 



Helium 0,69 






Oxygen 1,56 
Nitrogen 2.BT 



i Methane 4,12 



Figure A.1 — Typical chromafogram of helium, hydrogen, oxygen and nitrogen using a Molecular sieve 
13X column (with Indication of the absolute retention time In minutes) 
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£ 



Nitrogen (oxygen) 
Methane 



Carbon dioxide 



Ethane 



Propane 



isobutane 




Cyclopentane 




Butane 

Isopentane 
Pentane 



2,2-Dimethyfbutana 
2,3-Dimethyibutane + isohexane 
Hexane + 3-meihylpentane 



2-Methylhexane 

3-Methylhexane 

Heptane 
Methyfcydohexane 

Toluene 
2-Methylheptane 



Benzene + cyclohexane 



Octane 



Figure A.2 — Typical chromatogram of nitrogen (oxygen), carbon dioxide and 
hydrocarbons from Ct to C 8 using a Porapak R column 
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Annex B 

(informative) 

Typical precision values 



Typical values lor repeatability and reproducibility, which have been assessed in an interlaboratory test project of 
1SO/TC 158/SC 2 in October 1986 with participation of gas-producing, gas-supplying, gas-shipping companies and 
commercial laboratories from Belgium, Germany, Ireland, Norway, the Netherlands and the UK are given in 
Table B.1. 



Table B.1 — Repeatability and reproducibility of measurement results 



Moie fraction 
x 

% 



Repeatability 



Absolute 
mole fraction (%; 



heiative 
% 



Reproducibility 



Absolute 

mole fraction (%) 



Relative 
% 



jr<0,1 

0,1 <x < 1 

1 < x < 50 
50<x< 100 



0>GG3 



0,006 



3 

1 
0,1 



6 

3 

0,2 



NOTE These values have been obtained from practical experience and indicate the performance of the 
method, They cannot be compared as such with precision values mentioned in informative annexes of other 
parts of ISO 6974 because they result from the quality of the calibration gases and laboratory skills 
employed. 
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